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Gait Analysis of Low-Cost Flexible-Shank
Transtibial Prostheses
Winson C. C. Lee, Ming Zhang, Peggy P. Y. Chan, and David A. Boone
Abstract—The latest lower-limb prosthetic designs have been
incorporated with dynamic elastic response (DER) components to
enhance prosthesis flexibility, which are suggested to be beneficial
to gait. Although DER prosthetic feet are preferred by most
transtibial amputees and their benefits to gait are supported by
some biomechanical studies, many are still utilizing the simple
conventional solid ankle cushioned heel (SACH) designs because
of the lower cost. The monolimb, a transtibial prosthesis with the
socket and the shank molded from a single piece of thermoplastic
material, perhaps is an alternative to DER feet for providing
flexibility at the shank. In addition to shank flexibility, low cost
and light weight are other characteristics of monolimbs. In spite
of the potential benefits, little analysis has been done to examine
the simple-structured monolimb prosthesis. The main aim of this
study is to evaluate the gait and perception of unilateral transtibial
amputees using a flexible elliptical-shank monolimb as com-
pared to a thicker circular-shank monolimb and a conventional
rigid-shank prosthesis. Results suggested that a properly designed
monolimb may potentially offer similar functional advantages to
the relatively expensive DER feet.
Index Terms—Amputee gait, dynamic elastic response prosthetic
foot, flexibility test, monolimb, shank flexibility.
I. INTRODUCTION
MONOLIMB refers to a transtibial prosthesis with thesocket and the shank molded from a single piece of
thermoplastic material. Polypropylene thermoplastic is one
commonly used material in monolimbs for its strength and
ductility. A conventional solid ankle cushioned heel (SACH)
foot is usually used with the monolimb. Due to the flexibility
of thermoplastics, the shank of a monolimb can deflect during
walking leading to simulated ankle joint motion. Production
cost and weight of the prosthesis are lowered as a piece of
thermoplastic material is replacing the highly engineered pylon
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as well as connectors. Other names have been assigned to the
prosthesis such as total thermoplastic prosthesis [1], ultralight
prosthesis [2], [3], and Endoflex [4], which connote that the
monolimb prosthesis is made of one piece of thermoplastic
material which is much lighter in weight than the conventional
prosthesis and can provide some flexibility at the shank.
Light weight is one of the main characteristics of monolimbs
compared to conventional endoskeletal or exoskeletal pros-
theses. Although previous research was not able to conclude an
optimal weight of a prosthesis, as reviewed by Selles [5], some
studies indicated that light weight provided by a monolimb is
welcomed by amputees. Reed [2] reported that the majority of
their fourteen transtibial amputee patients preferred monolimbs
to conventional prostheses, as lighter prosthetic weight allowed
them to feel more comfortable, use less energy to walk, and
control the prosthesis more easily. Similarly, Wilson and Stills
[3] reported that a reduction in weight in a monolimb was
highly appreciated by their two active and young transtibial
amputees.
Shank flexibility of a monolimb can be increased by re-
ducing the cross-sectional area of the shank. Valenti [3] utilized
a tube-like shank for the monolimb (Endoflex), aimed at in-
creasing the shank flexibility. They reported that of the 300
patients who have used the flexible-shank monolimbs, the
majority experienced greater flexibility, felt more comfortable,
and walked more efficiently. They suggested that a properly de-
signed monolimb could be an alternative method of fabricating
a transtibial prosthesis offering similar functional advantages
to some high-cost dynamic elastic response (DER) prosthetic
feet at the same time minimizing the total weight and cost.
Some other studies also concluded that a prosthesis substituted
with a deformable shank can offer improved gait efficiency and
comfort to patients [6], [7].
Although some potential advantages of monolimbs can be
seen, objective biomechanical analysis is needed regarding to
the stress distribution at the prosthesis and gait of the wearer. In
recent work [8], finite element analysis and the Taguchi method
were used to derive the dimensions of an elliptical shank for
the monolimb which can resist structural failure in normal use
while providing high flexibility at terminal stance of the gait. It
was also shown in finite element analysis that a flexible-shank
prosthesis tended to lower the prosthetic socket-residual limb
interface stresses [9]. Yet, objective gait analysis on amputees
using monolimbs has been absent. Gait assessment has to be
weighed against patient perception so as to fully evaluate the
performance of monolimbs.
The objectives of this study were to evaluate the gait perfor-
mance and perception of unilateral transtibial amputees towards
the use of the flexible elliptical-shank monolimb as compared to
1534-4320/$20.00 © 2006 IEEE
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Fig. 1. (a) ES monolimb and CS monolimb having the same alignment and
socket shape. (b) Schematic diagram showing the cross section of the two mono-
limbs.
a thicker circular-shank monolimb and a conventional modular
prosthesis. A mechanical test was also performed to quantify the
flexibility of the three test prostheses.
II. METHODS
A. Test Prostheses
Two designs of monolimbs with different shank shapes were
tested together with the subjects’ currently used (Current)
modular prosthesis. As shown in Fig. 1, one monolimb had a
thicker circular-shank (CS monolimb) of inner diameter of 50
mm, and the other monolimb had a slimmer elliptical shank
(ES monolimb) with the anteroposterior dimension of 25 mm
and the medialateral dimension of 45 mm. The dimension of
the elliptical shank was chosen according to the design opti-
mization process using finite element analysis and the Taguchi
method [8] for transtibial amputees of body mass between
60 and 80 kg. Both monolimbs had uniform cross-sectional
shanks and were vacuum-formed manually from a piece of
5-mm-thick polypropylene homopolymer (Otto Bock, Duder-
stadt, Germany). Using socket duplication foam (Otto Bock,
Duderstadt, Germany) and an alignment duplication device, the
two monolimbs were fabricated with identical socket shape,
alignment and prosthetic length. The Current prostheses served
as baselines for the analysis. SACH feet were used for all test
prostheses.
B. Flexible Test of the Prostheses
The flexibility of the three prostheses was compared by
studying the overall deformations of the socket-shank structures
upon load applications. The direction and point of application
of the load were referenced to load testing condition I and con-
dition II, respectively, from ISO Standard 10328 [10], relating
to the early and late stance phases of gait. An extension rod and
two aluminium blocks were added so that the test load could
Fig. 2. Experimental setup for flexibility test showing the prosthesis is loaded
at (a) early stance and (b) late stance.
be offset, as shown in Fig. 2. The two aluminium blocks had
mounting holes with ball joints attached. The ball joints were
positioned such that when loadings were applied, the position
and direction of the load would follow the specifications in
ISO 10328. The whole setup was mounted in a material testing
machine (Model 858 Mini Bionix, MTS System Corporation).
Each prosthesis was loaded to 1000 N at a loading rate of 100
N/s at both conditions I and II. The displacement of the actuator
and the loading applied were respectively reported real-time by
a LVDT type displacement transducer (0–100 mm) and a load
cell (Max.: 10 000 N) during the loading process. Flexibility
of each prosthesis was quantified by 1000 mm, where
was the vertical displacement (millimeters) of the actuator from
the initial position to the position when 1000 N was applied
(Fig. 2).
C. Gait Analysis
Four male subjects with transtibial amputation participated in
this study. Table I shows the subject characteristics. All partici-
pants, 69–80 kg in body mass, were diagnosed without any com-
plications associated with residual limb breakdown and did not
require any additional assistive walking aids required. All sub-
jects were using patellar tendon bearing (PTB) socket-type pros-
theses with SACH feet. They were recruited from the Jockey
Club Rehabilitation Engineering Clinic, Hong Kong. The ex-
periment was approved by the ethics committee of The Hong
Kong Polytechnic University and written consent was obtained
from the subjects.
Two AMTI piezoelectric force plates, positioned midway
along a 10-m walkway, were used to determine the ground
reaction force in the antero-posterior and vertical components.
Spatial position of the heel and the trunk during ambulation
were recorded by a six camera VICON motion analysis system
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TABLE I
INFORMATION ON SUBJECTS AND PROSTHESES
capturing the positions of the reflective markers taped to the
heel and the skin at the anterior superior iliac spine () bilaterally.
Ground reaction force and position data were simultaneously
sampled at 60 Hz. Subjective feedback in terms of comfort,
stability, ease of walking, perceived flexibility, and prosthetic
weight was collected at the end of the gait analysis.
Three sessions were arranged separately on consecutive days
for each subject. Initially, a baseline gait test was performed
with the Current prosthesis. The subjects were instructed to walk
along the 10-m long walkway at self-selected walking velocity
with ground reaction force and position data obtained simulta-
neously. A walking trial was deemed successful when the foot
of interest landed fully on the force plate. Repeated trials were
performed in order that five successful trials for each of the pros-
thetic and sound limb were obtained.
In the second and third sessions, each subject was given a
half-day accommodation period, to get accustomed to each
of the two monolimb designs. The order of the use of the
two monolimbs was randomly assigned, and the monolimbs
were externally covered so that the subjects were effectively
blinded to being fitted with monolimbs of different shank
geometries. Gait test was performed after the accommodation
period on each of the two monolimbs. The data acquisition
protocol was identical to that used at the baseline gait analysis.
At the end of the third session, subjective feedback of the
use of the three prostheses was collected and the three test
prostheses were weighed using a balance scale. Each subject
was asked to rank verbally the three prostheses in terms of
comfort, stability, ease of walking, perceived flexibility and
weight. They were allowed to put the same ranks to two or
more prostheses if they perceived no difference among them.
The subjects were further asked at what particular instance of
the gait they perceived more flexibility, their preference, and
the reasons for their preference on prosthetic weight when
differences in flexibility and weight among the test prostheses
were indicated. Ranking of the prostheses reported by the
subjects were tabulated.
The magnitudes of the first and second peak of the vertical
and antero-posterior ground reaction forces were analyzed.
Stance and swing time were obtained according to the heel
contact and toe off time detected manually from the vertical
component of the ground reaction force data and the posi-
tion-time data of the reflective markers attached to the heels.
Step length was determined by the position data of the heel
markers. Step symmetry ratio was computed by dividing the
step length at the prosthetic side by the step length at the sound
side. The closer the ratio is to 1, the higher the symmetry of step
length exists between sound and prosthetic limbs. Positions
of heel makers were plotted against time to study the heel
rise time. Vertical trunk motion was determined by plotting
the vertical movement of a “virtual marker,” defined as the
midpoint between the markers on the left and right ASISs [11],
[12]. The average velocity was calculated according to the
time-displacement data of the “virtual marker” in the sagittal
plane. No attempt was made to study the range of motion of
the ankle and knee joints because the shank of the monolimb
deformed during stance phase which made the definitions and
calculations of the joint angles difficult. Differences in gait
parameters among the three different prostheses were compared
across subjects. Statistical analyses were performed on SPSS
statistical software (LEAD Technologies, Inc.). Differences
among the three prostheses were determined by repeated mea-
sures analysis of variance (ANOVA). A post-hoc Tukey’s test
was used to identify the significant difference. A significance
level of was used.
III. RESULTS
Three prostheses—CS monolimbs, ES monolimbs, and the
subjects’ Current prostheses—were studied. On average CS
monolimbs and the ES monolimbs weighed 24% and 37%,
respectively, less than the Current prostheses (Table I). The ES
monolimbs were lighter in weight than the CS monolimbs be-
cause of the use of the smaller adaptors. The Current prostheses
served as baselines. Particular attention was paid to any dif-
ferences in walking performance between the two monolimbs,
which had the same socket shape and alignment but differed in
shank geometry.
A. Flexibility Test of the Prostheses
Fig. 3(a) and (b) shows the force-displacement relationship
when loadings related to the early and terminal stance were ap-
plied to the three test prostheses belonging to subject #4. As ex-
pected, the ES monolimb had the highest flexibility compared to
the CS monolimb and the Current prosthesis at both early stance
(ES monolimb 475 N/mm; CS monolimb 873 N/mm; Current
prosthesis 1480 N/mm) and terminal stance (ES monolimb 38
N/mm; CS monolimb 85 N/mm; Current prosthesis 180 N/mm).
Because of the longer load lever arm during walking at terminal
LEE et al.: GAIT ANALYSIS OF LOW-COST FLEXIBLE-SHANK TRANSTIBIAL PROSTHESES 373
Fig. 3. Force-displacement relationships of the three prostheses when loadings related to the (a) early stance and (b) terminal stance were applied.
TABLE II
STRIDE AND TEMPORAL CHARACTERISTICS.VALUES ARE THE MEAN AND STANDARD DEVIATION (IN BRACKET).
NO STATISTICAL DIFFERENCE WAS FOUND IN STRIDE AND TEMPORAL DATA
stance, the prostheses showed much higher flexibility at the ter-
minal stance as compared to early stance.
B. Stride Characteristics and Trunk Motion
The mean walking speed ranged between 66.5 and 67.8
cm/s, without significant differences among the three pros-
theses (Table II). When using the ES monolimb, the mean sound
side step length were, respectively, 3.2% and 1.7% longer than
the CS monolimb and the conventional prosthesis, and the
mean prosthetic side step length were, respectively, 3.3% and
1.9% shorter. This produced the step symmetry ratio closer to
1 for the ES monolimb. However, the differences in step length
and step symmetry ratio did not reach statistical significance.
Fig. 4 shows one typical vertical trunk motion during the entire
gait cycle. It is noted that the ES monolimb tended to lower the
position of the trunk during late stance phase of the prosthetic
side, compared to the CS monolimb. This characteristic was
seen in three out of four subjects. In the other subject, very
small difference in the vertical trunk position during late stance
phase of the prosthetic side was found.
C. Temporal Characteristics
The mean stance time of the prosthetic side and sound side
varied in small ranges from 0.73 to 0.74 s and 0.77 to 0.79, re-
Fig. 4. Trunk motion during an entire gait cycle of subject #1. It can be ob-
served that the ES monolimb tended to lower the position of the trunk during
late stance phase of the prosthetic side. At that instance, the heel of the sound
limb prepares to contact on the floor. Similar characteristics were seen in three
out of four subjects.
spectively, without significant differences among the three pros-
theses (Table II). Similarly, no significant difference was found
in swing time of the prosthetic side and sound side which varied
from 0.73 to 0.74 s and 0.77 to 0.79, respectively (Table II).
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Fig. 5. Position of the heel marker during an entire gait cycle of subject #1. It
can be seen that the ES monolimb tended to delayed heel rise compared to CS
monolimb. However, the prosthetic limbs showed obvious earlier heel rise when
compared to the sound limb. Similar characteristics were seen in all subjects.
TABLE III
PEAK GROUND REACTION FORCE. VALUES ARE THE
MEAN, AND STANDARD DEVIATION (IN BRACKET).
A PAIR SHOWING # OR IN EACH GAIT PARAMETER INDICATES THE
DIFFERENCE IS SIGNIFICANT AT p < 0:05
Fig. 5 shows one typical trajectory of the vertical motion of the
heel along one complete stride. Comparing ES monolimb to CS
monolimb, a tendency of delayed heel rise at the prosthetic side
can be seen. Similar characteristics were seen in all four sub-
jects.
D. Ground Reaction Force
Table III shows the ground reaction force data. The ES mono-
limb demonstrated a significant reduction in the
mean magnitude of the first-peak vertical ground reaction force
at the sound limb (843 N), compared to the CS monolimb (906
N) and the Current prosthesis (923 N). Delayed heel rise of the
prosthetic foot attached to the flexible ES monolimb (Fig. 5),
and reduced prosthetic side vaulting (Fig. 4) might explain the
lowering of the associated sound limb impact in the following
step. The ES monolimb also induced a significant decrease
in the second peak of the vertical force at the prosthetic
limb (696 N), compared to the CS monolimb (707 N) which
might be explained by the flexible design of the shank. No sta-
tistical differences were found in other force data.
E. Subjective Feedback
Table IV tabulated the ranking of the three prostheses re-
ported by the subjects. All subjects perceived that the ES
monolimb was the most flexible among the three prostheses.
When further asked at what particular instance they perceived
the extra flexibility during the use of ES monolimbs, they all re-
ported that the perceived flexibility was at the late stance phase
of the gait. Three out of four subjects reported that the two
monolimbs were lighter in weight than their own prostheses.
The lighter prosthetic weight was welcomed by the subjects as
they perceived that they consumed less energy when swinging
the monolimbs during the gait. Two subjects perceived that the
ES monolimb was lighter than the CS monolimb and the other
two subjects perceived that the two monolimbs had the same
weight. Three subjects reported that they perceived greater
comfort when using the Current prostheses and the other
one perceived the ES monolimb gave him the best comfort.
Comparing the ES monolimb to the CS monolimb, all subjects
perceived that the ES monolimb gave them better comfort, and
three subjects reported that the ES monolimb provided them
with greater stability and ease of walking.
IV. DISCUSSION
This study focused on some gait parameters including self-se-
lected walking speed, step length, ground reaction force, trunk
motion, stance, and swing time. These parameters were chosen
because they are accepted as important variables and are known
to demonstrate differences between people with and without
unilateral transtibial amputations [13]–[15]. In addition, these
parameters are most often used in previous studies comparing
DER prosthetic feet to conventional feet, although other param-
eters such as muscle activity, energy expenditure, and joint an-
gles can also be of interest.
Normal gait is characterized by high degree of symmetry be-
tween both legs in terms of temporal, kinetic, and kinematic pa-
rameters [16], which allow an energy efficient mode of gait [13].
transtibial amputee patients who received prosthetic treatment,
however, usually demonstrate asymmetries between the sound
limb and the prosthetic limb. Specifically, the prosthetic limb
has a shorter stance phase time, longer step length and swing
time, lower range of knee flexion, and vertical peak forces than
the sound limb [13]–[20]. The disturbances of the symmetry
in the temporary, kinetic, and kinematic parameters cause am-
putees to walk with higher energy cost and at lower speeds than
nonamputees [21]–[23].
Many studies have looked into the effect of the provision of
flexibility and compressibility at the shank and keel on different
gait parameters of the gait. Flex feet, Seattle feet, and Tele-Tor-
sion pylons were most often compared to relatively low-cost
SACH feet, as reviewed by Hafner 2002 [24]. It has been sug-
gested that many amputees subjectively prefer DER feet and
shock-absorption pylons to conventional SACH feet on normal
and fast walking [25]–[28]. In addition, a few biomechanical
gait analyses have demonstrated the improvements in perfor-
mance of using DER feet. Many amputees, however, still utilize
the simple conventional SACH designs because of their lower
cost.
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TABLE IV
SUBJECTIVE FEEDBACKS OF THE SUBJECTS. RANK 1 INDICATES THE BEST COMFORT, LIGHTEST, THE MOST STABLE AND FLEXIBLE,
AND THE EASIEST TO WALK AMONG THE THREE PROSTHESES
Little attention has been paid to monolimbs. This study
focused on the simple-structured monolimb attached to a SACH
foot, replacing some highly engineered prosthetic components.
Light weight and low cost are apparently the advantages of
monolimbs. Using finite element analysis and statistical-based
Taguchi method, our previous study has suggested an elliptical
shank designofmonolimbswhichoffers appropriate flexibility at
terminal stance of the gait and resistance to structural failure
[8]. Here, we compared the flexibility among rigid-shank
conventional prostheses, ES and CS monolimbs, and, more
importantly, analyzed the walking performance of using the
three prostheses. Gait analyses were performed on different
days. Although no known data in an amputee population on
day-to-day variability of gait parameters has been published,
high repeatability was shown in nonamputees in previous studies
on temporal, kinetic, or kinematic parameters between test
days [29].
This study showed that the flexible ES monolimb might have
similar effects to high end DER prosthetic feet in a few aspects.
It is well documented that people with unilateral transtibial am-
putations ambulate at lower speed and with a shorter step at
the sound side as compared with persons without amputation
[13], [17], [30]. The rigid ankle of a conventional prosthesis
is one major reason for reduced speed and step length. When
switching from a SACH to DER type of foot, the majority of
previous studies indicated that the walking speed and the step
length at the sound side [31]–[36] slightly increased although
a statistical difference was seldom revealed. Flexibility of the
keel or shank provided by DER feet has been suggested to be
the reason of the small increased in walking speed and sound
side step length [24]. In this study, the subjects could perceive
greater flexibility when using the ES monolimb. Higher flexi-
bility of the ES monolimb was confirmed by the structural test.
The walking speed varied in small ranges among the three test
prostheses. The sound side step length of the ES monolimb was
found 3.2% higher than the CS monolimb, although statistical
difference was not reached.
Previous studies generally agreed that flexible DER feet sta-
tistically reduced the first peak vertical ground reaction force
at the sound limb [32], [37]–[39], and on average increased the
second peak antero-posterior force at the prosthetic limb [32],
[37], [40], [41]. This study showed that the more flexible ES
monolimb had similar characteristic to DER feet of significant
reduction in the sound limb initial loading. Delayed heel rise of
the prosthetic foot attached to the flexible ES monolimb, and re-
duced prosthetic side vaulting might explain the lowering of the
associated sound limb impact in the following step. The reduc-
tion of load transfer to the sound side may serve to reduce the
chance of degenerative arthritis changes which commonly affect
the sound side knee joint of unilateral amputees [42], [43] and
may protect the sound limb from ulceration. This study, how-
ever, did not show a trend of increase in the prosthetic side an-
tero-posterior force.
Concerning other peak ground reaction forces in vertical and
antero-posterior components, previous studies had failed to
show a strong trend of increase or decrease. This study showed,
in addition to the sound side initial vertical loading, the ES
monolimb significantly reduced the second peak vertical force
at the prosthetic limb, when compared to the CS monolimb. The
difference was small (–1.6%). The small reduction in vertical
force at terminal stance may be a sign of increased flexibility
of the shank which simulates dorsiflexion to some extent.
Asymmetry in stance and swing time between the sound and
prosthetic limbs are common findings in persons with transtibial
amputations [13], [14]. It has been reported that flexible DER
feet produced longer midstance support time bringing more
symmetric midstance time between both sides [35]–[37], [44].
A similar finding was found in this study as the more flexible
ES monolimb tended to delay heel-rise. When looking into the
entire stance time of a gait cycle, however, this study showed
no significant differences among the three prostheses.
In addition to increased flexibility, light weight is another
characteristic of monolimbs. This study showed that three out
of four subjects could perceive that the monolimbs were lighter
in weight than the Current prostheses. Lighter prosthetic weight
was welcomed by the subjects as they perceived that they con-
sumed less energy to swing the monolimb during the gait. The
gait analysis data showed, however, no significant difference in
swing time among the three test prostheses. This is consistent
with most previous studies which did not find a statistical dif-
ference in swing phase kinematics after altering the prosthetic
mass and the center of mass location [5]. It could be interesting
to look into the EMG intensity of muscles around the thigh and
the energy cost during ambulation with the use of a light-weight
monolimb to observe if the perceived lower energy cost is jus-
tified by biomechanical data.
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Short accommodation period of the use of monolimbs given
to the subjects is one limitation of this study. The short accom-
modation time may explain why three out of four subjects per-
ceived better comfort with their own prostheses than the two
monolimbs. Comparing the two monolimbs, however, all sub-
jects reported that the ES monolimb provided them with greater
comfort than the CS monolimb. This is supported by our pre-
vious study using FE modeling which showed that increased
flexibility of the shank tended to reduce stresses applied from
the prosthetic socket onto the residual limb [9]. Field test on the
use of monolimbs is needed so that the long term effect of shank
flexibility can be observed. In future studies, fatigue failure test
will be performed to estimate the interval of structural inspec-
tion of monolimbs. Once we have a good grasp on the fatigue
life of the flexible-shank monolimbs, field tests will also be con-
ducted.
V. CONCLUSION
The performance of an ES monolimbs was compared to a
thicker CS monolimbs and the subjects’Current rigid-shank
prosthesis. The more flexible ES monolimbs significantly
reduced sound limb vertical ground reaction force at early
stance phase and the prosthetic limb vertical force at terminal
stance. Subjective feedback showed that although most sub-
jects reported that they perceived greater comfort when using
the Current prostheses, most welcomed the lighter prosthetic
weight given by the two monolimbs and could perceive a
greater flexibility with the ES monolimb. Comparing the ES
monolimb to the CS monolimb, all subjects perceived that the
ES monolimb gave them better comfort. Field test on the use
of monolimbs is needed so that the long term effect of shank
flexibility can be observed.
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